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Abstract
Objective:  To evaluate the biomechanical scenario of platform switching geometric implant-abutment configura-
tion relative to standard configurations by means of finite element analysis.  
Study Design: A 3D Finite Element Analysis (FEA) was performed on 3 different implant-abutment configura-
tions: a 3.8 mm implant with a matching diameter abutment (Standard Control Design, SCD), a 5.5 mm implant 
with matching diameter abutment (Wider Control Design, WCD), and a 5.5mm implant with a 3.8 mm abutment 
(Experimental Design, ED). All the different experimental groups were discretized to over 60000 elements and 
100000 nodes, and 130N vertical (axial) and 90N horizontal loads were applied on the coronal portion of the abut-
ment. Von Mises stresses were evaluated and maximum and minimum values were acquired for each implant-
abutment configuration.
Results: The load-induced Von Mises stress (maximum to minumum ranges) on the implant  ranged from 150 
MPa  to 58 Pa (SCD); 45 MPa to 55 Pa (WCD); 190 MPa to 64 Pa (ED). The Von Mises stress on the abutment 
ranged from 150 MPa to 52 MPa (SCD); 70 MPa to 55 MPa (WCD), and 85 MPa to 42 MPa respectively (ED). The 
maximum stresses transmitted from the implant-abutment system to the cortical and trabecular bone were 67 Pa 
and 52 MPa (SCD); 54 Pa and 27 MPa (WCD); 64 Pa and 42 MPa (ED), respectively. When the implant body was 
evaluated for stresses, a substantial decrease in their levels were observed at the threaded implant region due to 
the diametral mismatch between implant and abutment for the ED configuration.
Conclusion: The platform switching configuration led to not only to a relative decrease in stress levels compared 
to narrow and wide standard configurations, but also to a notable stress field shift from bone towards the implant 
system, potentially resulting in lower crestal bone overloading. 
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Introduction
Any estimation of prosthetic systems reliability should 
consider biological, chemical, biomechanical, and pa-
tient-related aspects. The biomechanical aspects are im-
portant in the evaluation of the risk of bone resorption 
that affects the stability efficiency of the prosthesis over 
time (1). 
After implant insertion and its subsequent initial load-
ing, crestal bone undergoes remodelling and resorption 
(2). The mechanism of bone resorption is presently at-
tributed to a biologic width reestablishment that follows 
a chronic bacterial in�ammation of the implant/abut-
ment connection (3). Additional bone resorption seems 
to be related to micro-movements at the abutment-im-
plant interface and occlusal loading (4). 
Several reports have suggested improved crestal bone 
maintenance over time for platform-switched restored 
implants (5-8). These results appear to be related to an 
horizontally re-established biological width, as previously 
described in the literature (9). 
A recently published review and meta-analysis showed 
that platform switching may preserve the inter-implant 
bone height and soft tissue levels (10). The degree of 
marginal bone resorption was inversely related to the 
extent of implant abutment mismatch (11).
Platform switched implants are also known to preserve 
marginal bone from stress concentration, mostly local-
ized in the proximal layer between implant and abut-
ment (12, 13). 
As finite element analysis (FEA) has been extensively 
and successfully employed in an attempt to predict bio-
mechanical performance of various dental implant de-
signs (14, 15), the aim of this study was to evaluate the 
biomechanical scenario of platform switching geome-
tric implant-abutment configuration relative to standard 
configurations by means of finite element analysis. For 
this purpose, platform switched implant-abutment con-
figurations were compared to implant-abutment con-
figurations with matching diameters. 
Materials and Methods
FEA was performed on 3 implant-abutments configu-
rations: a 3.8 mm implant with a matching diameter 
abutment (Implant U380-MDPC380, Standard Control 
Design, SCD), a 5.5 mm implant with matching diam-
eter abutment  (Implant U550-MDPC550, Wider Con-
trol Design, WCD) and a 5.5 mm implant with a 3.8mm 
abutment (Implant U550-MDPC380, Experimental De-
sign, Ed). The implant geometry was digitally imported 
using CAD-generated IGS files into the Ansys® Work-
bench software  that was also used to calculate the local 
stresses. 
They were considered:
1. Cortical bone, superficial  bone tissue with 2 mm 
thickness, 15 GPa Young’s modulus and 0.35 Poisson’s ratio. 
2. Cancellous bone, inner bone tissue with 1.5 GPa 
Young’s modulus and 0.30 Poisson’s ratio. 
A proper set of drawings of the implant (Global Im-
plant®, Sweden & Martina, Padova, Italy), including 
coronal micro-grooving and the internal connection, 
was discretised by a mesh with over 60.000 elements 
and 100.000 nodes. 
The calculation domain included a rather extended por-
tion of bone tissue: the zero-displacement boundary 
conditions were imposed on the external bone bounda-
ries. Loads were applied on the coronal portion of the 
abutment: the axial load (z-direction) was 130N and 
the transversal load, responsible for both shearing and 
bending strain, was  90N. The software output evalu-
ated was the Von Mises stress range for each solid (abut-
ment, implant, cortical, and cancellous bone).
Results
All Von Mises Stresses for the implant, abutment, cor-
tical, and cacellous bone solids obtained for the SCD, 
WCD, and Ed are presented in Table 1.
-SCD Implant
The highest stress area was found around the periphery of 
the implant upper surface, along its lateral surface, at the 
level of micro-threads and on the bone facing that area.
The load-induced stress ranged from 150 MPa in the 
external implant portion, near the micro-threads, to 58 
Pa, in the abutment (Fig. 1.A).  The von Mises stress on 
the abutment ranged from 150 MPa (connection portion 
where the overall stress is a compression) to 52 MPa 
(coronal part). The stresses transmitted from the im-
plant to the cortical and cancellous bones were 52 MPa 
and 67 Pa, respectively (Fig. 1.B). 67 Pa was assessed on 
the implant apex.
-WCD Implant
The highest stress area was found around the periphery 
of the implant/abutment interface but it was smaller than 
in the previous configuration. The load-induced stress 
ranged from 45 MPa to 55 Pa (Fig. 2.A).  The von Mises 
stress on the abutment ranged from 70 MPa to 55 MPa. 
The stresses transmitted from the implant to the cortical 
and cancellous bones were 24 MPa and 57 Pa, respective-
ly (Fig. 2.B). 54 Pa was assessed on the implant apex. 
-ED Implant
The highest stress area is shifted toward to the center of 
the implant bulk, and negligible stress levels were found 
at the level of micro-threads and on the bone facing 
that area. The load-induced stress ranged from 190 
MPa to 64 Pa (Fig. 3.A).  The von Mises stress on the 
abutment ranged from 85 MPa to 42 MPa. The stresses 
transmitted from the implant to the cortical and cancel
lous bones were 42 MPa and 64 Pa, respectively (Fig. 
3.B). 64 Pa was assessed on the implant apex. No de-
formation appeared in the threaded part of implant and 
at the implant/bone interface.
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Max: maximum stress
Min: minimum stress
Micro-threads: stress mean value at micro-grooving portion of the fixture
Cortical bone: stress mean value on the cortical bone
Cancellous bone: stress mean value on the Cancellous bone
SCD WCD ED
Max
237MPa

68MPa

192MPa

Min
67Pa

54Pa

48Pa

MicroͲthreads
113MPa

40MPa

40MPa

Corticalbone
78MPa

40MPa

30MPa

Cancellous
bone
67Pa 51Pa 48Pa

Table 1. Comparison between stress distribution on experimental groups.
Fig. 1. A) Calculated  Von Mises stress for the SCD configuration (axial section). B) Stress on 
bone tissues around the SCD configuration (axial section).
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Fig. 2. A) Calculated  Von Mises stress for the WCD configuration (axial section). B) Stress on 
bone tissues around the WCD configuration (axial section).
Fig. 3. A) Calculated  Von Mises stress for the ED configuration (axial section). B) Stress on 
bone tissues around the ED configuration (axial section).
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Discussion
Accurate determination of the biomechanical scenario in 
the bone tissue surrounding implants is an experimental 
challenge, and these have been in the past performed 
by a variety of methods including photoelasticity, strain 
gauge placement, and finite element analysis. Concer-
ning finite element analysis, the ever evolving software 
and hardware capabilities provide researchers with new 
capabilities and tools in short periods of time, allowing 
for rapid refinement of previous results and thereby the 
ability to examine nuances not evidenced in previous 
studies. In comparison with previous studies (12, 13), 
the present investigation adopted a finer geometric reso-
lution of the implant, thus allowing for a more detailed 
assessment of the stress distribution on both implant, 
abutment, and bone.  The implant geometric configura-
tion utilized for the present study present micro-threads 
on the medial portion leading to a further improvement 
in the distribution of mechanical stresses because of the 
locally “fractal-like” geometry . This is in accordance 
with other clinical observations (11), which have de-
monstrated that  different implant diameters result in 
different degrees of occlusal stress dissipation. 
Even though the literature in the topic is under develop-
ment, it is general consensus that bone resorption can 
be reduced when the abutments are smaller than the dia-
meter of the implant body (‘platform switching’) (5-11, 
15, 16). In agreement with recently published studies 
(17-20), our results showed that the ED configuration 
minimized the stresses at the implant/abutment inter-
face region. In addition, the observed stress reduction 
on the coronal part of bone tissue brought about by the 
ED configuration with respect to SCD and to WCD con-
figuration amounted to 160% and 33% respectively. For 
the ED, due to the reduced diameter abutment, stresses 
are concentrated on the implant fixture rather than on 
the bone tissues as observed for the SCD and WCD. 
Where the stress level on the micro-threaded region of 
the implant in cortical bone is concerned, due to the 
wider diameter of both the ED and the WCD, presented 
a 200% stress reduction in comparison to the Traditio-
nal Control fixture. 
Considering the result obtained in the present study 
altogether, this study shows that platform switching 
leads to a decrease stress transferred onto peri-implant 
bone due to a shift in the implant-abutment component 
stress distribution. However, it must be understood that 
simplifying modeling assumptions typically utilized 
for bone as homogeneous material properties utilized 
warrants validation of the observed results in controlled 
clinical studies. 
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